A 78-year-old woman with drug-resistant persistent atrial fibrillation was referred for catheter ablation by HotBalloon. All pulmonary veins were successfully ablated by the HotBalloon. During the additional roof ablation by the HotBalloon, sudden hemoptysis developed. It was observed that a guidewire advanced far distal to the left superior pulmonary vein (LSPV) branch. The pulmonary vein angiography demonstrated LSPV branch injury. After activated clotting time control, the hemoptysis disappeared spontaneously. The patient was discharged 6 days after the procedure without any sequela. 
| INTRODUCTION
HotBalloon ablation is a novel technology for the treatment of atrial fibrillation (AF). 1 HotBalloon is considered technically simpler, quicker, and easier than conventional radiofrequency ablation for achieving pulmonary vein (PV) isolation and a further advantage of HotBalloon is its ability to adapt to roof and floor line ablation. Here, we report a case with guidewire injury during roof line ablation and review the available literature about this urgent issue.
| CASE REPORT
A 78-year-old woman with drug-resistant persistent AF was referred for HotBalloon ablation. She had histories of coronary stenting and aortic dissection surgery. Apixaban was initiated added to aspirin 3 months before the procedure. Aspirin was continued through and apixaban was discontinued from the procedure day.
The patient was anticoagulated with intravenous heparin and the activated clotting time (ACT) was kept at >350 seconds after a transseptal puncture. The right superior pulmonary vein (RSPV), the right PV carina, the right inferior pulmonary vein (RIPV), the RIPV bottom, the left superior pulmonary vein (LSPV), the left PV carina, the left inferior pulmonary vein (LIPV), and the LIPV bottom were targeted using the setting of 70°C. Next, the roof side of the LSPV was targeted using the setting of 70°C to achieve a Box lesion set to 115 seconds after protamine injection. After ACT control, the hemoptysis disappeared spontaneously, and her saturation and blood pressure gradually improved. A CARTO system was used for the identification of the ablation site. All PV potentials were successfully ablated and the roof line was confirmed using a 3D (Figure 2 ), however, the floor line was not created due to hemoptysis. The computed tomography of the chest showed that the consolidation in the left lower lobe was suggestive of pulmonary hemorrhage (Figure 1 ). Her hemoglobin level decreased from 12.0 g/dL to 8.7 g/dL, however, she needed no blood transfusion. She had no recurrence of hemoptysis and apixaban was restarted the next day after the procedure. The patient was discharged 6 days after the procedure without any sequela. The abnormal shadows of the left lobe on chest X-ray gradual decreased and disappeared 3 weeks after the procedure.
| DISCUSSION
The advantage of HotBalloon is its ability to adapt to variable PV and posterior LA anatomy as the balloon membrane material is In our consecutive 300 HotBalloon ablation procedures, only one guidewire related complication occurred. While the incidence of this complication is very rare in the HotBalloon ablation, it can occur even with usual PV isolation procedure. When considering the cause of hemoptysis, the guidewire related PV injury might be an important cause and we should confirm the guidewire tip location to avoid injury. It might be useful to check the residual lengths of proximal end of the guidewire outside the balloon during the procedure. In addition, as the excessive difference of the guide wire hardness between the distal soft and proximal stiff segment might cause this problem, it should be necessary to improve the transitional part of the JPC-SS guidewire into more continuous setting at the earliest opportunity. We believe that the guidewire related complication will become less likely to occur by the improvement of guidewire.
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